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GUANGZHOU AUGE BUSINESS .

NO.1003C,GUANGZHOU OCEAN PLAZA,NO.20 HUACHENG AVENUE,TIANHE DISTRICT,GUANGZHOU,

CHINA

.

.

The following sample(s) was/were submitted and identified on behalf of the clients as : PVC FILM .

SGS Job No. : GZIN2003006403PC - GZ .

Internal Reference No. : . GZIN2003006350SC .

Date of Sample Received : . 09 Mar 2020.

Testing Period : . 09 Mar 2020 - 11 Mar 2020 .

Test Requested : . Selected test(s) as requested by client. .

Please refer to next page(s). .

Please refer to next page(s). .

Test Method : .

Test Results : .

Dongyu Xie.

Approved Signatory .

Signed for and on behalf of
SGS-CSTC Standards Technical Services Co., Ltd. Guangzhou Branch.
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Test Results : .

Test Part Description : .

Specimen No.. SGS Sample ID. Description.

SN1. CAN20-024458.001 Brown plastic sheet .

Remarks :.

(1) 1 mg/kg = 1 ppm = 0.0001% .

(2) MDL = Method Detection Limit .

(3) ND = Not Detected ( < MDL ) .

(4) "-" = Not Regulated .

Elementary Analysis.

Test Method : . SGS In-house method (GZTC CHEM-TOP-004-01, with reference to EPA 3052:1996), analysis 

was performed by ICP-OES. .

Test Item(s). Unit. MDL. 001.

Barium (Ba). mg/kg. 10 720

Cadmium (Cd) . mg/kg. 2 ND

Chromium (Cr) . mg/kg. 2 ND

Lead (Pb). mg/kg. 2 ND

Arsenic (As). mg/kg. 10 ND

Mercury (Hg). mg/kg. 2 ND

Antimony (Sb) . mg/kg. 10 ND

Selenium (Se) . mg/kg. 10 ND
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ATTACHMENTS 

Elementary Testing Flow Chart 
 

 

Sample cutting / preparation 

Sample Measurement  

Acid digestion 

Solution 

ICP-OES/AAS 

DATA 

Filtration 
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Sample photo: .

CANML2002445801

CAN20-024458.001 .

SGS authenticate the photo on original report only .

*** End of Report *** .
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